SUMMARY We describe a simple method of determining weight loss and hence water loss of infants in incubators. Unlike previously reported methods, it does not interfere with the microenvironment surrounding the infant. Weight loss of 16 term and 32 preterm infants was measured in both forced and natural convection. No significant increase in water loss was observed in the term infants but in the preterm infants the mean loss in natural convection was 0-85 g/kg/hour compared with 1*26 g/kglhour in forced convection: in the most extreme situation it was doubled. This water loss represents a substantial energy loss and suggestions to minimise it are discussed.
Schlieren optical system, that such air speeds destroy the natural convective pattern, creating 'forced convection'. The total heat loss of term infants nursed in forced and natuiral convection has been previously measured in a closed circuit metabolism chamber2 and found to be significantly increased under forced convection. The increase was due to a rise in dry heat loss rather than evaporative loss.
Preterm infants have higher rates of insensible water loss than those born at term.3 The resultant evaporative heat loss imposes considerable thermal stress on these infants, particularly those born before 32 weeks of gestation. The obvious difference in transepidermal water loss between term and preterm infants suggested that the latter, when exposed to forced convection, might have even greater losses than previously reported. The aim of this study was to investigate this possibility.
Patients and methods
Until recently no system existed which could measure water loss in an incubator and which did not interfere with the macroenvironment created inside the canopy or the microenvironment surrounding the infant. For many years weight loss has been used as an index of water loss but traditional balances are either cumbersome, unstable, or environmentally intrusive. With the advent, however, of compact and highly accurate balances based on electromagnetic force compensation, these former problems can be overcome.4 One such machine is the Sartorius 3802MP which is relatively small yet weighs accurately to within 0-1 g and has a range of 0-8000 g. This was incorporated in the experimental equipment as shown in Fig. 1 . To study weight loss at different air speeds, the fan motor of a Vickers's incubator (Model 79) was modified to produce circulating air velocities ranging from 5 to 25 cm/second, measured with a hot wire anemometer. The pattern of air flow within the canopy with the fan running at the normal speed of 20 to 25 cm/second was visualised using Schlieren photography and found to be identical to that of an unmodified incubator. Details of the experiments performed to assess the accuracy of the weighing system are given in the Appendix. Sixteen term and 32 preterm infants were measured in air velocities of 5 and 25 cm/second (Table 1 ). All the infants were well at the time of observation and were nursed prone and naked except for a small plastic urine bag. Informed parental consent was obtained. Minute by minute records of behavioural state using the criteria of Prechtl5 were made by an experienced observer continuously watching the infant. In several instances these records were checked against a con-951 calculated from the regression. Infants whose urine bag leaked, who dribbled excessively, or whose rectal temperature rose above 37 3°C were excluded from the study. As explained in the Appendix, the water loss was calculated from the weight loss, assuming a respiratory quotient of 0-9 and an oxygen consumption of 7 ml/kg/minute for preterm infants and 6 ml/kg/minute for term infants.
Results
The weight losses in natural and forced convection in the term infants are shown in Table 2 . When converted into water loss, the values were 0-57 and All but three of the 32 preterm infants had increased weight losses in forced convection (Fig. 2 ). This 37% difference (Table 2) The range is large. to some extent reflecting the variation in ages of the infants when measured.
days of age, the percentage rise associated with forced convection was 50% ( (Table 3) that there was a significant relation between gestational and postconceptual ages and weight loss and a significant difference between the slopes calculated from the natural and forced convective data. From the present results there seems to be no simple relation between postnatal age and weight loss, although there was a large variation between the infants. The postconceptual age regressed against weight loss provided the strongest correlation of those performed. Converting this into water loss provides the data points and regression lines shown in Fig. 3 . The regression lines are of the log of the water loss plotted using the original units. It is interesting to note that the lines intersect shortly after term.
Multiple regression analysis was also performed with weight loss as the dependent variable and postconceptual age and air speed being independent. Resultant multiple regression was found to be significant at the one per cent level (F=44, degrees of freedom 2, 93). The exact mathematical relation was:
Weight loss=3.08+(0.01 postconceptual age) Pbst cnceptual age (days) Fig. 3 Water losses plotted against postconceptual age in both natural and forced convection. It is known that the resistance of the air to diffusion of water is much less than that of the skin which it surrounds.'3 Skin resistance is generally attributed to the keratin content of the stratum corneum which is present in greater quantities in the term infant than the preterm. The superficial layer of the preterm infant's skin is higher in water content'4 and therefore presents a 'wetter' surface to the moving air, with a resultant increase in evaporative loss.
The mean weight loss in preterm infants measured in natural convection by Okken,l5 using a complex weighing system, was 1-67 g/kg/hour compared with 1-01 g/kg/hour in the present series. There are two main reasons for this 40% difference: firstly, the larger number of very immature infants with naturally high water loss in Okken's series, and secondly, the fact that his infants were nursed in a net hammock, thereby presenting virtually the entire surface area of each infant for evaporative loss. In the present study the infants were measured lying prone on a firm mattress, the area exposed being lessened therefore by up to 30%. 16 The mean value of 1-26 g/kg/hour would be increased to 1-69 g/kg/hour if the postural effect were taken into account.
The mean increase of 37% in water loss in forced convection is of obvious clinical importance. An evaporative loss of 1 g/hour represents a heat loss of 2-48 kj/hour and not simply replaceable water lost. In energy terms, assuming a maximum energy intake of 504 kj/day the increase in evaporative heat loss in forced convection would demand 20% of the total energy intake. In addition to evaporative loss, the infant also loses heat by radiation and convection-conduction and work being negligible. Forced convection in term infants has been shown to increase the dry heat losses by some 15%.2 The degree of this loss is inversely proportional to the diameter of the body exposed and is probably greater in preterm infants, as their overall diameters are much less than those born at term. The actual energy losses associated with water loss in forced and natural convection have been calculated from the data obtained from a 1 day old infant weighing 2-1 kg and are shown in Fig. 4 .
Lowering the air speed within the canopy is one obvious solution to the problem but this would require major redesign of the incubator to maintain U-Zgroup.bmj.com on October 21, 2017 -Published by http://adc.bmj.com/ Downloaded from iO incubators in the first week or so of life in preterm infants whose energy expenditure may exceed maximum heat production. 50-Appendix on methods tO Before the main study a series of measurements were made to assess the accuracy of the weight loss measurements and to permit these to be converted to water loss with 30 "reasonable accuracy. In this series the weight loss measured using the gravimetric balance was compared with water loss values obtained during periods of observation in the closed circuit metabolism chamber, during which time the oxygen consumption was also being measured. It should be noted that before using the balance measure-10-147 118 80 59 ments the whole system was run for several hours to ensure that there was no 'extraneous' weight change due to heating effects on the balance or the mattress.
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The gestational ages of the 13 infants included in this Forced Natural Forced Forced study ranged from 29 to 40 weeks and their postnatal ages exposed exposed covered humdif led from 1 to 67 days. Their mean weight was 2800 g, ranging from 1360 to 3735 g. From these infants a total of 22 paired .4 Calculaied water losses ofa 2100 g infant, whose observations were obtained, 11 in forced and 11 in natural ght loss was measured during the second day of life. convective situations. As described in the main Methods ronmental temperature in the unhumidified runs was niean (SD) 32 2 section, the babies were all nursed prone and naked except°C and the relative humidity 37% (water content of air: II 0 mg/I). The for a small plastic urine bag. Comparing the results using ive humidity in the incubator was raised to 65% at the same environmenpaired t test, showed the difference to be 0-44 g/hour which mperature, raising the water content to 24 0 mg/l The inserted numbers was significant (P> 0-01 thermal stability. Alternatively, one might attempt to reduce dry heat losses by a heated canopy or by providing radiant heat. Unfortunately, the first is an extremely expensive undertaking and the second might exaggerate the problems of fluid balance frequently encountered in preterm infants. More traditional methods of overcoming water loss in small infants include covering the infant with a non-permeable plastic sheet or humidifying the atmosphere inside the incubator. The relative efficacy of each can also be seen in Fig. 4 . The drawback of the first method is that the plastic sheet is removed periodically and immediately the water loss will increase. Some time will elapse after the sheet is replaced before the humidity beneath it will increase to 'protective' levels. There are few disadvantages of humidifying the incubator, the main one being that Pseudotmionias aeruginosa may be isolated from the water reservoir. In units at present using humidification to combat high transepidermal water loss in small preterm infants, however, little trouble has been experienced from the latter (Hey and Rutter, personal communications) , especially if care is exercised in cleaning the incubator and the incubator is run 'dry' for one hour in 24. We therefore strongly support the humidification of WtL=WL+wCO.-wO0 where wCO2 and wO, are the weights of the expired carbon dioxide and inspired oxygen respectively. If a respiratory quotient is assumed, the value of expired carbon dioxide, and therefore its weight, can be calculated from the measured oxygen consumption. The weight of one litre of carbon dioxide is 1-965 g and that of one litre of oxygen is 1-429 g at standard temperature and pressure, dry. The respiratory quotient during the neonatal period has been variously estimated as lying between 0-85 and 0-95, obviously depending upon substrate nature and availability. By assuming a respiratory quotient of 0-9, the mean difference between the corrected chamber weight loss and the measured loss was reduced to 0-08 g/hour (P> 0-05), the actual values (Fig. 5 ) being 2-29 g/hour for the chamber calculated loss and 2-37 g/hour for the measured loss.
In converting the incubator weight loss into water loss, the reverse calculation must be made and to do this the oxygen consumption must be assumed. In the small series described above, the oxygen consumption (at standard temperature and pressure, dry) of the preterm infants was mean (SD) 7-2 (1-06) mUkg/minute and that of the term infants was 6-3 (0-42) ml/kg/minute. These values are approximately 7 and 6 mlJkg/minute respectively and are in good agreement with those obtained by other workers.
Any potential errors in these assumed values for oxygen consumption are not large. In the case of the preterm infants a difference of 1 ml/kg/minute would result in a difference of about only 3% in the calculated water loss and somewhat less in the case of those born at term. 
